[The experience with spectrophotometric method for determination of teeth colour changes in the process of tooth whitening by different systems].
The use of spectrophotometer VITA Easyshade is described as an objective method of definition of color of a teeth alongside with a standard scale VITA. Results of assessment of efficiency, safety, a comparative estimation of domestic bleaching Aquafresh and LumaArch systems are given.